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NOTES VOLTAGE MEASUREMENTS 















7 CAPACITORS ‘NOKCATED W MCROFARADS VOLTAGE MEASUREMENTS ARE MADE FROM 
RESISTOR T PONTS INDICATED TO CHASSIS GROUND USING 
ae oe A 20KN/V OC METER 6 A SKA/V AC METER 
MEG * 1,000,000 OHM FUNCTION SwiTCr IS-1) iM +DC VOLTS, POSITION 4 
SWITCHES 1s. ANO (8-2) ARE SHOWN RANGE SWITCH (S-21 iN LSV Asal, POSITION 2 
iN MAXIMUM COUNTER - CLOCKWISE POSITION ZERO (R-20) IN APPROXIMATE CENTER OF RANGE 
(POSITION 11 AS VIEWED FROM FRONT OR TEST LEADS OISCONNECTED 
KNOB END. LINE VOLTAGE I20 VOLTS 60 CYCLES AC 


ch CHASSIS GROUND VOLTAGE TOLERANCE #20% 
W INTERNAL SHIELD — NO CONNECTION 


RANGE 
057 (REAR) 







BATTERY 








S-} FUNCTION SwiTCH ANO $-2 RANGE SwiTCw 




























Euyction = POSIT:ON RANGE PgsiTiON ° 
ore 1 Sv 0¢ ' S-a ° 
Aa-C VOLTS 2 Sv Rat 2 FUNCTION 
-D¢ VOLTS 3 S.0v A200 3 (FRONT) © 
+0C VOLTS 4 ISV. Ra100 4 
Onms $ SOv Ral Kk r) $-1C 
190V ALtOK 6 FUNCTION 
S00Vv RslOOK ? (REAR) 
$-18 1SO0V AelM 6 
FUNCTION 








#t0-130V AC 
$0760 CYCLES 
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